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The objective of this study was to develop a patient-specific computational model to quantify the

biomechanical interaction between the transcatheter aortic valve (TAV) stent and the stenotic aortic
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valve during TAV intervention. Finite element models of a patient-specific stenotic aortic valve were

reconstructed from multi-slice computed tomography (MSCT) scans, and TAV stent deployment into

the aortic root was simulated. Three initial aortic root geometries of this patient were analyzed:

(a) aortic root geometry directly reconstructed from MSCT scans, (b) aortic root geometry at the rapid

right ventricle pacing phase, and (c) aortic root geometry with surrounding myocardial tissue. The

simulation results demonstrated that stress, strain, and contact forces of the aortic root model directly

reconstructed from MSCT scans were significantly lower than those of the model at the rapid

ventricular pacing phase. Moreover, the presence of surrounding myocardium slightly increased the

mechanical responses. Peak stresses and strains were observed around the calcified regions in the

leaflets, suggesting the calcified leaflets helped secure the stent in position. In addition, these elevated

stresses induced during TAV stent deployment indicated a possibility of tissue tearing and breakdown

of calcium deposits, which might lead to an increased risk of stroke. The potential of paravalvular leak

and occlusion of coronary ostia can be evaluated from simulated post-deployment aortic root

geometries. The developed computational models could be a valuable tool for pre-operative planning

of TAV intervention and facilitate next generation TAV device design.

& 2012 Elsevier Ltd. All rights reserved.
1. Introduction

Aortic stenosis (AS) is the most common valvular disease in
developed countries [Auricchio et al., 2011] and its prevalence is
growing with an aging population [Carabello and Paulus, 2009;
Conti et al., 2010]. While surgical aortic valve replacement is still
the preferred choice for patients with symptomatic AS, minimally
invasive transcatheter aortic valve (TAV) intervention has
recently shown promise for elderly high-risk patients who have
significant comorbidities [Dwyer et al., 2009; Ebenstein et al.,
2009; Fung et al., 1993]. This revolutionary therapy also has a
great potential to treat non high-risk patients, with the advan-
tages of less trauma (without the rigors of open-chest surgery)
and shorter recovery time, and thus may fundamentally change
the current paradigm of surgical valve replacement.

During TAV intervention, the interventional cardiologist does
not have direct access to the calcified aortic valve, and must rely
on the interaction between the TAV stent and the host tissue to
maintain proper device positioning and function. Many of the
adverse effects [Fung et al., 1993; Gasser et al., 2006; Grube et al.,
ll rights reserved.

: þ1 860 486 2500.
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2007; Gurvitch et al., 2010] seen in clinical trials, such as
impairment of coronary flow, cardiac tamponade, stroke, periph-
eral embolism, aortic injury, paravalvular leak and access site
injury [Haj-Ali, 2008; Hauck et al., 2009], can be explained from
the biomechanics perspective. For instance, excessive radial
expansion force of the TAV stent may cause aortic injury, while
insufficient force may lead to paravalvular leakage and device
migration. Improper TAV positioning can also cause occlusion of
the coronary ostia (CO). Thus, a quantitative understanding of the
biomechanics involved in the TAV intervention is critical for the
success of this procedure.

Due to the complex geometry, mechanical properties and
contact between the TAV stent and the aortic root in TAV
intervention, integrated experimental and computational meth-
ods are necessary to evaluate the biomechanical response. Finite
element (FE) analysis has been utilized to study the biomechanics
of the aortic root [Holzapfel et al., 2000; Holzapfel et al., 2004;
Jeziorska et al., 1998; Kumar and Mathew, 2010; Labrosse et al.,
2010] or TAV devices [Leon et al., 2010; Li and Sun, 2010; Lu et al.,
2008; Mangini et al., 2011; Marrey et al., 2006] individually.
However, to the best of our knowledge, the biomechanical
interaction between the stenotic aortic valve and TAV stent has
been largely unexplored, and therefore is the focus of the present
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work. Specifically, patient-specific FE models of aortic roots were
reconstructed from multi-slice computed tomography (MSCT)
scans, and stent expansion during TAV deployment was simu-
lated. Contact force between the stent and aortic root, as well
as stress and strain changes in aortic tissue due to the stent
expansion were analyzed.
2. Methods

Patient-specific aortic root geometry. Full phase cardiac MSCT scans were

collected from patients at Hartford Hospital (Hartford, CT). Institutional Review

Broad approval to review de-identified images was obtained for this study. One

stenotic patient with a tricuspid aortic valve and an aortic annulus size of 21 mm

was identified from the database. Severe calcification was found in the leaflets of

the patient. The MSCT examination was performed on a GE LightSpeed 64-channel

volume computed tomography scanner. In general, a total of 2000 slices of images

with thickness of 0.625 mm were collected for the whole cardiac cycle [Martin

et al., 2011]. MSCT images in systole were imported into Avizo 6.3 software (VSG,

Burlington, MA) for 3-dimensional (3D) reconstruction and evaluated using a

window width of 950 and �50 Hounsfield units. Aortic root and left ventricle

were identified and separated from the rest of the chest images to create a 3D

representation. A FE mesh of the 3D aortic root model was generated using

HyperMesh (Altair Engineering, Inc., MI) software (Fig. 1). Three-dimensional solid
Fig. 1. (a) MSCT images of the aortic valve in long-axis view overlapped with (b) autom

element aortic valve model, (d) TAV stent deployment inside the aortic roots with AS,
elements (eight-node hexahedral C3D8I and four-node tetrahedral C3D4 ele-

ments) were used to model the aortic root, leaflets, and myocardium.

In TAV intervention, a rapid ventricular pacing is introduced during the TAV

stent deployment [Merryman, 2010], aortic pressure is thus reduced from

80–120 mmHg to 0–20 mmHg. Consequently, the aortic root geometry recon-

structed from MSCT scans under normal aortic pressure is different from the

aortic root geometry during rapid pacing. Previous studies on patient-specific

aortic wall stress showed that neglecting existing stress in CT-reconstructed

geometry could lead to inaccurate prediction of wall stress and deformation in

FE simulations [Sacks and Sum, 2003; Sanchez-Giron, 2009]. Thus, to estimate the

aortic root geometry at the rapid ventricular pacing, we utilized the pressure vs.

diameter relationship obtained from in-house inflation tests of human aortic

roots; and determined that about 10% strain could be induced by inflating the

aortic root from 0 mmHg–80 mmHg (Fig. 2). Therefore, we uniformly applied

�10% strain to the CT reconstructed aortic root geometry to approximate the

rapid ventricle pacing geometry, which resulted in an aortic root with an annulus

size of 19.

Furthermore, it is known that the aortic root, in particular the aortic annulus,

is the main component interacting with the TAV stent for its anchoring. The

impact of the myocardium, affixed to the lower parts of the aortic sinuses of

Valsalva, on the interactive force during TAV stent deployment is unclear. Thus, in

this study, the myocardium surrounding the aortic root was included in the FE

models to investigate whether the presence of myocardium would affect the

biomechanical interaction between the aortic root and TAV stent (Fig. 3b). In

summary, we compared three initial geometries for the patient in this study:

(a) aortic root geometry (size 21) directly reconstructed from MSCT scans,
atic-segmented interior surface mesh of the aortic valve and (c) the final 3D finite

and (e) TAV stent and balloon.
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(b) aortic root geometry (size 19) at the rapid pacing phase, and (c) aortic root

geometry (size 19) with surrounding myocardial tissue.

Patient information. The patient with AS was a 77-year-old male. Aortic

annulus diameters and CO height were measured from MSCT scans. The aortic

valve annulus was defined at the lowest level of the insertion of the valve cusps

into the aortic root (Fig. 1a). The height of the CO was measured as the axial

(vertical) distance from the inferior border of the coronary artery to the aortic

annulus plane. For this patient, the maximum and minimum aortic annulus

diameters before the TAV stent deployment were 23.6 mm and 17.7 mm, respec-

tively. The heights of left and right CO were 10.7 mm and 16.4 mm, respectively.

In one of our previous studies [Martin et al., 2011], a dimensional analysis of the

aortic root geometry of 94 patients was performed using full 3D aortic root

geometric models reconstructed from clinical MSCT scans. We found that the

aortic root dimensions of the patient used in the current study fell in the typical

range of the aortic measurement results obtained in the previous study, thus, this

patient is representative in terms of his anatomic dimensions. The area of calcified

leaflets quantified from the MSCT images was 127.3 mm2. It was also observed

from the MSCT images (Fig. 3a) that for this patient, calcified tissue was at the

bottom of all three leaflets in the vicinity of the leaflet attachment line.

TAV stent geometry and material. Three-dimensional solid elements (eight-

node hexahedral C3D8I) were used to model the TAV stent, while three-dimen-

sional shell elements (four-node reduced quadrilateral S4R elements) were used

to model the balloon (Fig. 1e). The stent and the balloon were positioned such that

the stent was coaxial with the aortic root and approximately one half of the stent

was below the aortic annulus based on the manufacturer’s guideline for Edwards
Fig. 2. Pressure–strain data (mean and standard error) of human ascending aortas

under 200 mmHg (27 kPa) in circumferential (Circ) and longitudinal (Long)

directions.

Fig. 3. Presence and severity of aortic leaflet calcifications were evaluated on MSCT

(b) Finite element models of the aortic roots with myocardium. (For interpretation of th

of this article).
SAPIEN TAV device deployment [Dwyer et al., 2009]. The stent was modeled with

the properties of cobalt–chromium [Smuts et al., 2010] with a Young’s modulus of

243 GPa and a Poisson ratio of 0.3. The stent model had a height of 14.5 mm and a

thickness of 0.5 mm. The TAV leaflets were not included in the model because the

effects of TAV leaflets on biomechanical interaction between the TAV stent and

native tissue during the stent expansion were negligible.

Constitutive models of aortic tissue. An anisotropic hyperelastic material model

was adopted to characterize mechanical behaviors of the aortic tissues (i.e., aortic

leaflets, aortic sinus, ascending aorta and surrounding myocardium). The model is

based on the fiber-reinforced hyperelastic material model proposed by Holzapfel

et al. [Speelman et al., 2009; Stewart et al., 1997], which has been shown to

accurately capture the behavior of blood vessel inflation under internal pressur-

ization. Briefly, the aortic tissues are assumed to be composed of a matrix material

with two families of imbedded fibers, each of which has a preferred direction. The

fiber directions (theta) can be mathematically described using two unit vectors.

The strain invariant I1 is used to describe the matrix material; and the strain

invariant I4i is used to describe the properties of the fiber families. I4i is equal to

the squares of the stretches in the fiber directions. The strain energy function W

can be expressed as

W ¼ C10 exp C10ðI1�3Þ
� �

�1
� �

þ
k1

2k2

X2

i ¼ 1
expk2½kI1 þð1�3kÞI4i�1�2�1
� �

þ
1

D
ðJ�1Þ2 , i¼ 1,2 ð1Þ

where C10, C01, k1, k2 and D are material constants. C10 and C01 are used to describe

the matrix material. D is the material constant that introduces the near incom-

pressibility, while k1 is a positive material constant with the dimensions of stress

and k2 is a dimensionless parameter. In addition, a dispersion parameter k was

used to describe the distribution of fiber orientation. When k¼0, the fibers are

perfectly aligned (no dispersion). When k¼0.33, the fibers are randomly dis-

tributed and the material becomes isotropic. The anisotropic hyperelastic material

model was implemented into Abaqus 6.10 (SIMULIA, Providence, RI) with a user

sub-routine VUMAT. Local coordinate systems were defined for each leaflet, sinus,

and myocardium to include fiber orientations for each region.

Material parameters obtained from inverse FE method. Load-controlled biaxial tests of

healthy human aortic valve leaflets, aortic sinuses and ascending aorta (80-year-old

female) were reported by Martin et al. [Stolzmann et al., 2009]. In addition, an in-house

load-controlled biaxial test of healthy human myocardium (79-year-old female) was

used. Briefly, a square specimen (about 25 mm in length) of the posterior side below

the coronary sinus of the left ventricle wall was cut out and sliced into three layers:

endothelium, myocardium and epicardium. The thickness of the endothelium, myo-

cardium, and epicardium are 1.99, 2.47 and 2.17 mm, respectively. In this study, the

myocardium mechanical properties were generalized by obtaining only the myocar-

dium layer to present the entire left ventricle wall. To determine the passive

characteristics of the myocardium, the specimen was submerged and tested in a

Ca2þ-free saline solution with EGTA (a chelating agent with a high affinity for Ca2þ)

and 0.1 M papaverine. Biaxial testing was carried out according to the methods

presented in Sacks and Sun [Sun et al., 2010] [Leon et al., 2010]. The longitudinal and

circumferential axes were aligned with the apex to base and circumferential directions

of the heart, respectively. The specimen was preconditioned for 20 cycles with a

maximum load of 80 g in each direction.
images: (a) extensive calcified spots (indicated by yellow arrows) in all leaflets.

e references to color in this figure legend, the reader is referred to the web version
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An inverse FE method was used to estimate the model parameters

by comparing FE simulated tissue responses with the experimental data.

Briefly, in this procedure, an equal-biaxial loading protocol was applied to

a single solid element to simulate the responses of aortic tissue. The material

parameters of the constitutive model of Eq. (1) were obtained by iteratively

minimizing the difference between stress–strain relationships extracted

from the single element simulation and the experimental data. This process is

automatically realized by using a Matlab code that executes the simulation,

extracts data from simulation output files and performs optimization of the

parameters.

Modeling of calcified leaflets. Leaflet calcification of the patient in this study had

distinct and regional calcified tissue formations (Fig. 3) that can be observed from

the MSCT images. The focal calcified regions of the leaflets were modeled in the FE

models according to their size, thickness, and location based on the MSCT images.

Calcified tissues were modeled with the properties of hydroxyapatite with a

Young’s modulus of 60 GPA and a Poisson ratio of 0.3.

Boundary conditions. A displacement-controlled deformation was prescribed to

the balloon in its radial direction so that it expanded the TAV stent to an outer

diameter of 23 mm. The displacement-controlled condition was utilized based on

the clinical observation that most of the Edwards SAPIEN stents used remained

circular in cross-section after deployment, even within heavily calcified native

valves [Tops et al., 2008]. The top of the ascending aorta was constrained to allow

only rotational degrees of freedom. Friction coefficients between TAV stents and

stenotic aortic roots are currently unknown. Thus, in this study, frictional

coefficient of 0.1 was assumed based on the study by Vad et al. [Vad et al.,

2010] on a self-expanding endovascular stent-graft. To evaluate the effect of the

mesh density on simulation results, a mesh sensitivity study was performed on

the FE models.
Fig. 4. Equal-biaxial results (circles) of the (a) aortic sinus, ascending aorta, leaflet, (b)

responses predicted by finite element simulations (lines).

Table 1
Material parameters of healthy human aortic sinus, ascending aorta, leaflet, and myoc

C10 C01 K1

Sinus 1.7553 13.7077 10.5507

Ascending aorta 4.1755 3.4649 3.7711

Leaflet 0.9627 6.3928 12.7250

Myocardium 0.0374 15.3875 6.0798

Fig. 5. Side views (a) and top views (b) of deformed native valve
3. Results

Material models. The best-fitted material properties of aortic
tissue as well as the corresponding biaxial test data are illustrated
in Fig. 4. The obtained material parameters are listed in Table 1. It
can be seen in Fig. 4 that there was very good correlation between
simulation and biaxial results. From the biaxial results it can be
seen that the sinus and aortic leaflet tissues had stiffer mechan-
ical response in the circumferential direction, while the ascending
aorta was stiffer in the longitudinal direction. This intrinsic
material property was reflected in the material model by the
angle (theta) between collagen fibers and the circumferential
direction, which was larger for the ascending aorta in Table 1.

Simulation results. The deformed leaflets and aortic root of the
patient after the maximum stent deployment are shown in
Figs. 5 and 6. Aortic leaflets were pushed behind the TAV stent.
No severe leaflet overhanging or obstruction of CO was observed.
The distance between the left CO and the leaflet free edge was
found to be 3.6 mm (as indicated by the double-sided yellow
arrow in Fig. 6b). The maximum and minimum aortic annulus
diameters after the TAV stent deployment were 24.6 mm and
23.1 mm, respectively. Also, no significant change in CO heights
was observed before and after TAV stent deployment.
myocardium in circumferential (Circ) and longitudinal (Long) directions and their

ardium.

K2 k D Theta (1)

80.3790 0.0006 0.0005 20.06

15.9276 0.0864 0.0005 70.95

48.6769 0.0711 0.0005 28.04

98.3666 0.1440 0.0005 6.78

leaflets of the patient after the maximum stent deployment.



Fig. 6. (a) Side view of deformed aortic root and left ventricle of the patient after the maximum stent deployment. (b) Double-sided yellow arrow shows the distance

between the left CO and deformed leaflet free edge. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of this

article).

Table 2
Mechanical responses of the aortic root at maximum TAV stent expansion.

Mechanical responses Geometry

a b c

Contact normal force (N) 27.64 125.70 149.02

Contact shear force (N) 2.68 11.09 12.58

Peak MPS in the calcium deposit regions of leaflets (MPa) 115.20 564.10 641.20

Peak MPS in leaflet tissue within 1 mm vicinity of the calcium deposits (MPa) 5.37 36.49 44.41

Peak MPS in leaflet tissue beyond 1 mm vicinity of the calcium deposits (MPa) 3.51 13.03 13.03

Average MPS in leaflet tissue, excluding the calcium deposit regions (MPa) 0.50 2.67 2.91

Average MPS in aortic sinus tissued (MPa) 0.17 0.86 0.87

a The initial aortic root geometry (size 21) which is reconstructed directly from MSCT images.
b The scaled aortic root geometry (size 19) which represents the rapid pacing geometry.
c The scaled aortic root geometry (size 19) with the addition of surrounding myocardium.
d Averaged over the aortic sinus elements below the commissures. MPS is the Maximum Principal Stress in the unit of MPa.

Fig. 7. Sectional view of the deformed aortic roots of the patient at the maximum

stent deployment showed the possible paravalvular leak locations.
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Contact forces between the stent and aortic root are listed in
Table 2. Contact forces of the aortic root models reconstructed
directly from MSCT scans (size 21) were significantly lower than
those of the scaled aortic root models (size 19). Furthermore,
contact forces increased slightly with the inclusion of myocardium
to the model. Similarly, as listed in Table 2, maximum stresses and
strains of the original aortic root models were lower than those of
the scaled models. The presence of myocardium induced slightly
higher stresses and strains in the aortic root.

The stress distribution in the aortic leaflets, as well as the
deformed leaflets and stent geometries, are shown in Fig. 5 and
Table 2. Generally, highest stresses were observed at the calcified
spots of the leaflets as well as the transition region between calcified
and native tissues (Table 2). High stress and strain was also observed
at the leaflet-root attachment lines and at the aortic wall between
leaflets where the aortic root contacted the stent struts. The top views
of the deformed aortic root cross-sections at maximum stent deploy-
ment are shown in Fig. 7. Due to the calcified leaflets, the deformed
shape of the aortic annulus of the patient was not circular and thus,
gaps can be seen between the stent and annulus, which indicated a
potential of paravalvular leak.

Mesh sensitivity analysis. The element number of the aortic root
and leaflets was increased from 5408 to 21,632 to 86,520. Mesh
sensitivity was also conducted varying the number of elements of
the stents from 735 to 5880. There was approximately 0.8 %
difference in peak contact normal force between the original and
finest mesh. The differences in average maximum principal stress
and strain in the aortic root between the original and finest mesh
were roughly 5.1% and 3.8%, respectively.
4. Discussion

Successful TAV deployment and function are heavily reliant on
the aortic root-TAV stent interaction. Since the human aortic
valve has a large variation of anatomic structures, e.g. different
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annulus size, sinus height, CO location [Martin et al., 2011; Wang
et al., 2011; Webb and Cribier, 2010] and tissue stiffness
[Stolzmann et al., 2009], determination of appropriate interaction
forces between the TAV and the native tissue using either in vivo

or ex vivo measurements is a challenging task. In this study we
conducted a FE analysis of one patient in TAV intervention and
quantified the associated interactive forces, stresses and strains in
this procedure.

Stress analysis of patient-specific vascular structures com-
monly assume that the reconstructed in vivo geometries derived
from biomedical images are stress-free, although they are in a
pre-deformed state due to the presence of arterial pressure
[Webb et al., 2007]. In this study, the simulation results clearly
demonstrated that there was a significant difference in stress,
strain, and contact forces between the aortic root models directly
reconstructed from MSCT scans (size 21) and the scaled aortic
root models (size 19) for the rapid ventricular pacing phase,
which underscores the importance of choosing an appropriate
initial aortic root geometry in FE simulation. It is noted that our
scaled aortic root geometry is a rough approximation and will not
be accurate at a patient-specific level. Ideally, 3D imaging mod-
alities such as CT scans may be performed at the rapid pacing
phase such that an accurate estimation of the aortic root geome-
try at 0–20 mmHg can be obtained. Alternatively, an inverse FE
method could be used to deduce the aortic root geometry at the
rapid pacing using the approach by Zhou et al. [Webb et al., 2007].
In addition, in the FE models we did not consider the aortic wall
residual stress [Webb et al., 2006]. For AS patients the aortic root
is heavily calcified. The impact of such calcification on the arterial
wall residual stress is currently unknown. However, the residual
stress, if included in the FE model, should make the aortic root
more compliant.

The simulation results also indicated that the surrounding
myocardium contributed to the increase of the mechanical
responses during TAV deployment. We noted that the passive
myocardium tissue in the aged patients was much more
compliant compared to the aortic root tissues. Thus, its con-
tribution to the biomechanical interaction might be secondary.
However, in our simulations the active contraction from myo-
cardium was not considered, which, if considered, should
increase the interactive forces imposed on the TAV stent during
the cardiac cycle.

Calcified leaflets are removed during a surgical valve replace-
ment procedure. In current TAV interventions, however, the
leaflets are not removed, but rather pushed aside by the TAV
stent. Whether these leaflets have any mechanical impact on the
TAV intervention is currently unclear. It has been suggested that
these calcified leaflets be removed prior to the TAV intervention
by a separate minimally invasive means [Webb et al., 2009].
Our simulation results showed that high stress concentrations
(Table 2) were seen around the calcified regions in the leaflets
as well as at the attachment lines of leaflets and the aortic
sinuses. These high stress concentrations indicated that the
leaflets carried a substantial amount of loads, thus, helped
secure the stent in position [Ye et al., 2010]. However, the high
stress concentrations around the calcified regions also suggested
a potential of tissue tearing and breakdown of calcium deposits
in these regions, which might cause an increased risk of
stroke [Dwyer et al., 2009].

Limitations. No rupture or damage mechanism has been
incorporated into our FE model. The peak stresses observed in
the calcified tissue are high enough to cause tissue tearing and
breakdown of calcifications. Fracture of the calcification could
reduce the overall stiffness of the aortic root and leaflets, thus, the
radial force that the TAV stent exerted on the aortic root could
decrease. The angle of collagen fiber orientation was assumed to
be a constant; and was determined from optimization of material
parameters against biaxial test data. Future work will be needed
to obtain the collagen fiber orientation from histology analysis of
aortic and left ventricle tissues. No study was found in the
literature [Zajarias et al., 2009; Zegdi et al., 2008; Zhou et al.,
2010] on the material stiffness of aortic leaflet calcification.
Therefore, we used the properties of hydroxyapatite to model
the calcification rocks. Additional experimental data is required to
verify our assumption and the values we used in our simulations.
5. Conclusions

Patient-specific FE models of stenotic aortic roots were recon-
structed from MSCT scans; and TAV stent deployment was
simulated. The results showed that mechanical responses of the
aortic root model directly reconstructed from MSCT scans were
significantly lower than those of the model at the rapid ventri-
cular pacing phase. In addition, inclusion of the myocardium
slightly increased the mechanical responses. It was observed that
maximum stresses and strains were in the region of leaflet
calcification, which could help secure the stent in position.
Moreover, these elevated stresses during TAV stent deployment
indicated a possibility of tissue tearing and breakdown of calcium
deposits, which might lead to an increased risk of stroke. The
potential of paravalvular leak or occlusion of coronary ostia can
be evaluated from simulated post-deployment aortic root geo-
metries. The developed computational models could be a valuable
tool for pre-operative planning of TAV intervention and facilitate
next generation TAV device designs.
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